;  MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
» STATE PUBLIC HEALTH LABORATORY

;i BREATH ALCOHOL PROGRAM
7 INTOX EC/IR IT MAINTENANCE REPORT [

Complate this veport at che Fime of the regalur monthly preveabive maintonance ch
daysi . Complebe thia report whenever the lnstrument is servieed or repaived and whanaver it iu placed
into gervice. Hetain the original and send o copy within 1S days to the Breath Aloohol Froyram, DHES.

i

RECEIVED o

By Carol Day at 8:34 am, Mar 18, 2015

INTOX EC/IB I si WRME OF AGENCT OATE OF EMURIITIDN

12819 WAYNESVILLE POLICE DRPT 03/09/2015

LOCATION OF I[NSTRUMENT (STREET AND CITY) TEME OF INSPECTION

201 NORTH STREET WAYNESVILLE 1z:22 CDY

CHECKLIST: Flace @ mark in LHe box by each stem 1f found to D@ @ALiSiacrory or 14 opErating wikthin
eatoblished limica, lWrite in gbserved wvalues where determinedy . Unmarked items muat be correcred

before using instrmnent.
DIAGNOSTIC RECORD

[Z]PTANK CHECK [Xjcas oRecy

“'“"”’E Fi 1 TEMD Eymw CHECK
[RISRC wEme [XJFCB CHRLR
[XJCET TEMD @mc COMD CHECK
[XJer TENMP 7 EQCRC CAL CHECK
m1sTD 2 PEMP o PRLN‘i' THST
MTIETH CHECH

BREATH ANALYZER ACCURACY STANDARDS

Tﬁ@summa SOLGTION [[JFOMPRESSED ETHANOL-GAS MIXTURE
STANMDARD SUPPLIER Rapaoo Markaroing To LOTE 14001 EXP. DATE 04730/201%
ESIHULATOR TEMP {34°C +0,2°9C) SIMULATOR 278 SIROORTOR EXP DATE

3400 /- .20 502283 n2/09/2015

mtALIBRATmﬁ CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three reskg must be within 15% of the standard valua

and must have a spread of (005 or lass.  Mavk the box corvesponding to the standard solubkion being
used. |[PRINTOUT ATTACHED}

9.10% STANDARD - MUST READ BETWEEN D.095%% AND 0.105% INMCLUSIVE

$.08% STANDARD - MUST READ SRTWEEN 0.076% AND 0.081% INCLUSIVE

[ | 2.84% STANDARD - MUST RRARD BETWERN 0.038% aND (,.042% INCLUSIVE

TEST 1 ¢.097 g/210n TEST 2 -~ ©¢.0% g/210L TEST 3 0.099 gf210L
INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS 1} -, 04 1 LOH- 09 4] ,10-.14 1 Ji%-,19 1 OVER 1% 1

TIoT Ay R I Y NERTRE ANy AL TR A T IO OF OO R o Iy WA A T e T o T e T T e o o ey
SATISFACTORILY AND WITHIN ESTAHLISHEDR LIMITS {DSH OGTHER SIDE IF NECESBARY?

eRaE flibn Kaoern

MEIR, JOHN
§75 ‘ 7 EXFIRATICH OATE TR RTINS HOVAEE
2 3 07/30/2016 {573 ) 774-2414
- i

RETURN COMPLETED REPORT TO THE:
Rreath Alcohol Program, Missouri Department of Health and Senior Servieces,
Southeast Districe Office, 2875 James Blvd, Poplar BluEf, MO 63901

MG HL-2849Y ANl EQUAL QUPDRTUNITY/AFTIRMATIVE ACTICH EMPLOYER . LAR 142
gervigen provideod o o nondigorimnarory basia




REPCO MARKETING INC.

3101.186 STONYBROOK DRIVE
RALEIGH, N.C, 27604
219-876-8480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc,

LOT NUMBER: 14001
EXPIRATION DATE: April 30,2016 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following;:

RepCo Marketing, Inc. manufactured, tested and supplied Lot Number
14001__ of Alcohol Certified Solution for simulators. Random samples of said lot
number were analyzed by an independent laboratory utiliiing a gas chromatograph

and found to contain __ ,1216 gms/dl +/-.003 gms/dl wt/vol ethanol (95%

Confidence).
The alcohol and distilled water used in the solution were found to be free of

any interferring substance,
This solution will produce a vapor alcohol value of 100 +/-3% gms/210L
Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulator

(95% Confidence).
The date of manufacture for this lot number is May 1, 2014

The expiration date for this lot number is ___April 30, 2016 _ at

11:59 pm.
This document is a true repr esentatlj@f&:kox iginal Certificate of Analysis,

¢

CecLl B. Garner, P1e81dent .
RepCo Marketing, Inc.

Form RM 02




